Normal Values and Gender Differences of Left Ventricular Functional Parameters with CardioREPO Software: Volume, Diastolic Function, and Phase Analysis

Koichi Okuda, PhD¹ and Kenichi Nakajima, MD²

Received: January 17, 2017/Revised manuscript received: April 19, 2017/Accepted: April 19, 2017
J-STAGE Advance published: July 14, 2017
© The Japanese Society of Nuclear Cardiology 2017

Abstract

Background: Gated myocardial perfusion single-photon emission computed tomography (SPECT) has been used to evaluate quantitative cardiac functional parameters using a dedicated software program. The aim of this study was to measure normal values of left ventricular (LV) functional parameters for a cardioREPO software program (cREPO) and to evaluate gender differences in these parameters.

Methods: The Japanese normal database consisted of 206 ⁹⁹mTc-sestamibi or ⁹⁹mTc-tetrofosmin myocardial perfusion SPECT images was used. The RR interval of the electrocardiogram was divided into 16 frames in the gated image. The cREPO can automatically calculate LV ejection fraction (EF), end-diastolic volume (EDV), end-systolic volume (ESV), peak filling rate, 1/3 mean filling rate (MFR), time to PFR (TTPF) as well as phase histogram parameters of 95% phase bandwidth, phase standard deviation (SD), and entropy.

Results: Mean LVEF was slightly higher in females (71.7 vs. 69.6%, p=0.0018), and EDV and ESV were higher in males (92.5 vs. 70.9 mL for EDV, p<0.0001; and 27.5 vs. 19.9 mL for ESV, p<0.0001). Diastolic functions of 1/3 MFR, TTPF, and TTPF/RR interval significantly differed between males and females (1.46 vs. 1.62/sec, p=0.007; 171 vs. 153 ms, p=0.001; and 0.18 vs. 0.17, p=0.028, respectively). Gender differences were observed in 95% bandwidth (43° for males vs. 37° for females, p<0.0001), phase SD (10.6° vs. 9.2°, p<0.0001), and entropy (46% vs. 41%, p<0.0001).

Conclusions: Normal mean values of LV functional parameters for cREPO were determined. These normal values for cREPO could be used as a basis for evaluation of a gated SPECT image in patients with cardiac diseases.

Keywords: Cardiac diastolic function, CardioREPO, Gated SPECT, Japanese normal database, Left ventricular volume, Phase histogram distribution

Ann Nucl Cardiol 2017; 3 (1): 29–33
Normal Values and Gender Differences in CardioREPO

Results

Normal values for cardiac functional parameters are shown in Table 2. Although the mean LVEF was slightly higher by 2.1% in females (p=0.0018), EDV, ESV, EDVI, and ESVI were significantly higher in males (p<0.0001).

Diastolic functions of 1/3 MFR, TTPF, and TTPF/RR significantly differed between genders (p=0.007, 0.001, and 0.028, respectively). No gender differences were observed in any diastolic parameters when image datasets derived from patients aged ≤ 65 years were selected from the normal database. Next, the diastolic parameters derived from image datasets of patients aged ≤ 65 years and > 65 years were compared. The PFR and 1/3 MFR showed significantly higher values in patients ≤ 65 years (female PFR: 2.78 vs. 2.43/sec, p=0.0049, male PFR: 2.78 vs. 2.12/sec, p<0.0001, female MFR: 1.70 vs. 1.52/sec, p=0.031, and male MFR: 1.62 vs. 1.30/sec, p=0.0003).

There were significant gender differences in 95% bandwidth (42.9° for males vs. 36.8° for females), phase SD (10.6° vs. 9.2°), and entropy (45.6% vs. 41.1%) in Table 2. The normal mean and upper limit of phase histogram distribution were consistently higher in males than in females (p<0.0001). When 44 females and 34 males who showed the EDV of 65-85 mL were selected from the normal database to normalize the effect of volume difference between genders, both 95% bandwidth and phase SD did not differ significantly. However, entropy still showed significant difference between genders (40.9 ± 5.4 for females and 43.3 ± 6.6 for males, p=0.040). Subsequently, the relationships between phase parameters and LV volumes were analyzed in Fig. 1. Significant correlations were observed in all combinations: between 95% bandwidth and EDV (r=0.297, p<0.0001), 95% bandwidth and ESV (r=0.418, p<0.0001), phase SD and EDV (r=0.330, p<0.0001), phase SD and ESV (r=0.471, p<0.0001), entropy and EDV (r=0.353, p<0.0001), and entropy and ESV (r=0.537, p<0.0001).

Discussion

Using the JSNM-WG normal database, we measured mean values for the normal LV volumes, diastolic parameters, and phase parameters derived from the cREPO software program. Nakajima et al. have already reported normal values derived from the quantitative gated SPECT (QGS) program (8). Although the normal ranges of diastolic parameters by cREPO were equivalent to those by QGS, the normal ranges of EDV and ESV showed higher values in cREPO. Moreover, the upper limits of phase parameters by cREPO were higher than those by QGS. The calculation algorithm for gated SA myocardial perfusion images might cause these differences.

The cREPO program has a unique feature of LV delineation
for small heart (5,6). The LV contour is automatically detected based on the active shape model when the cardiac model simulated with an ellipsoid shape is adjusted to the myocardium. This process is continuously performed in all apical to basal MPS slices. Consequently, the endocardial and epicardial contours are shifted to the epicardial direction to compensate the underestimation of the LV volume. When the mid-ventricular volume is calculated as 0 mL, the endocardial and epicardial surfaces are shifted by 3.5 mm. When the mid-ventricular volume is calculated as 85 mL, the cREPO program do not apply this compensation method to volume calculation.

The cREPO program can avoid the underestimation of LV EDV and ESV using both the active shape model and LV volume compensation method even in the patients with a small heart. Female Asian patients frequently have a small heart (ESV \( \leq \) 20 mL) in GMPS testing, and thus 24% and 41% of the female patients in this study were determined to have a small heart by cREPO and QGS, respectively. With regard to the male patients with ESV \( \leq \) 20 mL, 6% and 12% of the male patients were also determined to have a small heart by cREPO and QGS, respectively. The cREPO program might be superior to QGS in LV volume calculation for patients with a small heart. Furthermore, cREPO is helpful in assessing pediatric LV volume (10).

The JSNM-WG normal database consists of GMPS images derived from both 180° and 360° SPECT image acquisitions \((n=93, 113, \text{ respectively})\). However, the excellent correlation and agreement between 180° and 360° SPECT acquisitions have been reported in LVEF and EDV measurements (11). Different SPECT acquisition conditions would not affect LV diastolic function and phase distribution. We have measured normal LV functional parameters, and thus clinical validation would be required using these normal LV parameters.
Conclusions

Normal mean values of cardiac functional parameters were determined by using the cREPO software program. Gender differences in these parameters were clearly exhibited, and the normal ranges were different in male and female patients. The normal mean values and ranges of the LV volume, diastolic function, and phase histogram parameters for cREPO could be used as a basis for evaluating GMPS images in various cardiac diseases.

Acknowledgment

The authors thank physicians and technologists who contributed to the accumulation and generation of the JSNM-WG normal database. The authors also thank Karin Toth of EXINI Diagnosis, Lund, Sweden, for preparing cardiac functional parameters for cREPO, and American Manuscript Editors (http://americanmanuscripteditors.com) for English language editing.

Sources of funding

This study was partly funded by the JSPS KAKENHI Grants (Numbers 26861022 and 15K09947) and the Grants for Promoted Research from the Kanazawa Medical University (S2014-13 and S2016-6).

Conflicts of interest

K Nakajima has a collaborative research work with FUJIFILM RI Pharma Co., Ltd., Tokyo, Japan, which developed the cREPO software program.


