Successful Management of Guidewire Kinking in a Patient With Subaortic Septal Bulging Using the Pull-Through Technique During Transapical Transcatheter Aortic Valve Implantation

Toshiaki Toyota, MD; Naritatsu Saito, MD; Kenji Minakata, MD; Masao Imai, MD; Kyokun Uehara, MD; Hiroomi Nishio, MD; Yuki Kuroda, MD; Hirotoshi Watanabe, MD; Tomohiko Taniguchi, MD; Junichi Tazaki, MD; Kazuhiro Yamazaki, MD; Hiroki Daijo, MD; Takeshi Kimura, MD

Figure 1. (A) Transthoracic echocardiography, parasternal long-axis view. (B) Reconstructed computed tomography. (C) Fluoroscopy of the kinked guidewire and trapped delivery system. (D) The kinked guidewire after the procedure. The location of the wire kink was consistent with the position of the left ventricular outflow tract.
A 90-year-old woman with severe aortic stenosis was scheduled to undergo transcatheter aortic valve implantation (TAVI). Transthoracic echocardiography indicated distinct subaortic septal bulging and severe aortic stenosis (area, 0.34 cm²; peak and mean gradients, 121 and 81 mmHg, respectively; ejection fraction, 71%), and contrast-enhanced computed tomography confirmed marked basal septal bulging and severe calcification in all 3 aortic valves including the commissures (Figures 1A,B). Because of the patient’s age and complicated interstitial pneumonia, she was classified as having high risk for surgical aortic valve replacement and was therefore a candidate for TAVI. Due to the tortuosity and narrow diameter of the iliac and femoral artery and the marked basal septal bulging, the transapical approach was chosen.

Extracorporeal membrane oxygenation support was initiated with left femoral artery and right femoral vein cannulation due to hemodynamic instability and pulmonary hypertension after induction of the general anesthesia. After the sixth intercostal thoracotomy, the left ventricular apex was punctured under transesophageal echocardiography guidance and a 24-Fr Ascendra+ introducer sheath (Edwards Lifesciences, Irvine, CA, USA) was inserted into the left ventricle using an Amplatz extra-stiff guidewire (Cook Medical, Bloomington, IN, USA). After pre-dilatation of the aortic valve using a 20-mm balloon, under rapid right ventricular pacing, a 26-mm SAPIEN XT valve (Edwards Lifesciences) was inserted in the left ventricle. The nose cone of the delivery system could not cross the aortic valve because of the steep angle from the left ventricle to the aortic root. After several attempts, the guidewire was kinked, and the tip of the delivery system was trapped under the aortic valve leaflet (Figure 1C; Movie S1). We decided to use the pull-through technique to stabilize the system and to increase crossability. From the right femoral artery, a 7-Fr Judkins-Right (JR) 4.0 guiding catheter was inserted with the 35-cm Amplatz gooseneck snare catheter (Covidien, Plymouth, MN, USA). The tip of the Amplatz extra-stiff guidewire was caught by the snare catheter at the descending aorta. Then, the extra-stiff guidewire was extracted via the right femoral artery sheath. The 7-Fr JR 4.0 guiding catheter was introduced again into the ascending aorta, and the valve delivery system was advanced by pushing and pulling both sides of the guidewire. The prosthetic valve was successfully passed through the aortic valve and positioned at the level of the aortic annulus (D). Successful implantation of the prosthetic valve.
The number of high-risk candidates for TAVI is increasing due to the increasing popularity of TAVI.

We have herein described the successful management of guidewire kinking in a patient with pronounced subaortic septal bulging, using the pull-through technique during transapical TAVI. The pull-through technique is a standard technique used in catheter interventions. To the best of our knowledge, however, this is the first report on the use of the pull-through technique for TAVI. Prosthetic valve delivery and stabilization during valve inflation are easily performed using the pull-through technique, which is a simple, safe, and well-established procedure.

Disclosures

None.

References


Supplementary Files

1. Movie S1. Kinking of the guidewire during advancement of the delivery system.
2. Movie S2. Successful crossing of the aortic valve with the prosthetic valve and delivery system, using the pull-through technique.

Please find supplementary file(s) at http://dx.doi.org/10.1253/circj.CJ-15-0832