Comparing the Clinical Performance of the New 19-G ViziShot FLEX and 21- or 22-G ViziShot 2 Endobronchial Ultrasound-guided Transbronchial Needle Aspiration Needles

Daisuke Minami, Taichi Ozeki, Sachi Okawa, Kenji Takada, Yoshitaka Iwamoto, Hiroe Kayatani, Ken Sato, Keiichi Fujiwara and Takuo Shibayama

Abstract:
Objective Endobronchial ultrasound-guided transbronchial needle aspiration (EBUS-TBNA) is a minimally invasive procedure for pulmonary and mediastinal diseases. This study compared the performance of a novel 19-G needle with a 21- or 22-G needle. Patients and Methods Eleven patients at Okayama Medical Center were enrolled retrospectively between April and December 2017. Enlarged lymph nodes and a pulmonary nodule were sampled with both 19-G and 21- or 22-G needles in nine patients. Two patients underwent biopsies for suspected lymphoma with only the 19-G needle. We examined their medical records on the diagnosis, size of the lymph nodes and pulmonary nodule, and complications.

Results The median longest diameter of the 13 lymph nodes (8 #7, 4 #4R, and 1 #11) and 1 pulmonary nodule (right segment 6) in the 11 patients was 31.6 mm (range, 10-45 mm). Definitive diagnoses were made using the 19-G needle in nine patients. EBUS-TBNA with a 19-G needle resulted in successful diagnoses of one case of retinal hemangioblastoma, one case of tuberculous lymphadenitis, and one case of lung adenocarcinoma, as well as the evaluation of the programmed death-ligand 1 (PD-L1) expression following initial negative findings after a 21- or 22-G biopsy. A small pulmonary nodule (lung squamous cell carcinoma) with negative findings after a 19-G biopsy was diagnosed with a 22-G biopsy. Two suspected lymphoma patients were diagnosed with a 19-G needle: one had lymphoma and the other sarcoidosis. Three patients were diagnosed with sarcoidosis using both the 19-G and 21- or 22-G needles.

Conclusion EBUS-TBNA with a 19-G needle was useful for diagnosing retinal hemangioblastoma and tuberculous lymphadenitis as well as for PD-L1 testing after 21- and 22-G biopsies were unsuccessful.

Key words: endobronchial ultrasound-guided transbronchial needle aspiration (EBUS-TBNA), 19-G flexible needle

Introduction
Endobronchial ultrasound-guided transbronchial needle aspiration (EBUS-TBNA) is a minimally invasive diagnostic tool that is equivalent if not superior to mediastinoscopy for the evaluation of the mediastinal and hilar lymph nodes (1, 2). In addition to mediastinal lymph node staging of patients with lung cancer, it is useful for diagnosing other pulmonary and mediastinal diseases (3, 4). EBUS-TBNA using a Flex 19-G needle has afforded very high diagnostic yields for evaluating malignancy and sarcoidosis (5, 6). However, few studies have evaluated whether or not a 19-G needle has a higher diagnostic yield than a 21- or 22-G needle.

We compared the performance of a novel 19-G flexible
needle with that of 21- or 22-G needles. To our knowledge, this is the first report in which a flexible 19-G needle was used to confirm the pathological diagnosis via EBUS-TBNA in Japan after initial negative results were obtained with 21- or 22-G needles.

Patients and Methods

Patient population and study design

This retrospective study enrolled all 11 patients at Okayama Medical Center who underwent EBUS-TBNA with a 19-G needle to diagnose pulmonary or mediastinal disease between April and December 2017. Enlarged lymph nodes and a pulmonary nodule were examined with both an initial 21- or 22-G ViziShot 2 needle (Olympus) and a 19-G ViziShot FLEX needle (Olympus) in nine patients; the remaining two patients with suspected lymphoma underwent a biopsy only with the 19-G ViziShot FLEX needle. When cores were obtained with a 21- or 22-G ViziShot 2 needle and 19-G ViziShot needle, the samples were sent separately for histological analyses. Chest radiographs and computed tomography (CT) before bronchoscopic examinations revealed at least 1 enlarged lymph node or pulmonary nodule ≥10 mm along the long axis in all of the patients.

The study was approved by the Institutional Ethics Committee of the National Hospital Organization, Okayama Medical Center on January 9, 2018 (Approval No. H29-RINKEN-ZINSOKU-082).

Bronchoscopy procedure

All of the bronchoscopic procedures were performed on an inpatient basis under local anesthesia with mild conscious sedation. A total of 5 mL of 2% (w/v) lidocaine was sprayed into the pharynx, and another 5 mL of 2% (w/v) lidocaine was administered through the channel during the procedures. The patients were monitored by electrocardiography, pulse oximetry, and blood pressure readings before starting anesthesia. The bronchoscope was inserted orally during fentanyl- and midazolam-induced conscious sedation.

Results

Table 1 summarizes the patient characteristics. There were eight men and three women. Their median age was 68 (range, 51–87) years. Pathological diagnoses were made using EBUS-TBNA in 10 patients: 2 lung cancers (adenocarcinoma and squamous cell carcinoma); 4 cases of sarcoidosis; and 1 case each of large-cell neuroendocrine carcinoma, lymphoma, retinal hemangioblastoma, and tuberculous lymphadenitis. A pathological diagnosis could not be made in one patient whose sputum samples became positive for Mycobacterium tuberculosis after EBUS-TBNA. The lymph nodes and pulmonary nodule (n=14) consisted of eight subcarinal, four right lower paratracheal, and one right hilar lymph nodes as well as one pulmonary nodule in right segment 6 (Table 2). The mean size of the enlarged lymph nodes and pulmonary nodule, measured over the long axis using CT, was 31.6 (range, 10.4-45.0) mm (Table 2).

Table 3 compares the performance of the novel 19-G needle with that of a 21- or 22-G gauge needle. The use of the
Table 3. Diagnostic Yields of EBUS-TBNA.

<table>
<thead>
<tr>
<th>Clinical diagnosis</th>
<th>Target lesions</th>
<th>Puncturesa (n)</th>
<th>19G</th>
<th>21G or 22G</th>
</tr>
</thead>
<tbody>
<tr>
<td>Case 1 Retinal hemangioblastoma</td>
<td>#7, #11</td>
<td>2</td>
<td>Positiveb</td>
<td>Negativec</td>
</tr>
<tr>
<td>Case 2 Lung squamous cell cancer</td>
<td>S6</td>
<td>3</td>
<td>Negativec</td>
<td>Positiveb</td>
</tr>
<tr>
<td>Case 3 Lung adenocarcinoma</td>
<td>#4R, #7</td>
<td>1</td>
<td>Positiveb</td>
<td>Negativec</td>
</tr>
<tr>
<td>Case 4 LCNEC</td>
<td>#4R</td>
<td>2</td>
<td>Positiveb</td>
<td>Positiveb</td>
</tr>
<tr>
<td>Case 5 Lymphoma</td>
<td>#4R</td>
<td>3</td>
<td>Positiveb</td>
<td>-</td>
</tr>
<tr>
<td>Case 6 Sarcoïdosis</td>
<td>#7</td>
<td>2</td>
<td>Positiveb</td>
<td>Positiveb</td>
</tr>
<tr>
<td>Case 7 Sarcoïdosis</td>
<td>#7</td>
<td>2</td>
<td>Positiveb</td>
<td>Positiveb</td>
</tr>
<tr>
<td>Case 8 Sarcoïdosis</td>
<td>#7</td>
<td>1</td>
<td>Positiveb</td>
<td>Positiveb</td>
</tr>
<tr>
<td>Case 9 Sarcoïdosis</td>
<td>#7</td>
<td>3</td>
<td>Positiveb</td>
<td>-</td>
</tr>
<tr>
<td>Case 10 Tuberculous lymphadenitis</td>
<td>#4R, #7</td>
<td>2</td>
<td>Positiveb</td>
<td>Negativec</td>
</tr>
<tr>
<td>Case 11 Tuberculous lymphadenitis</td>
<td>#7</td>
<td>1</td>
<td>Negativec</td>
<td>Negativec</td>
</tr>
</tbody>
</table>

EBUS-TBNA: endobronchial ultrasound-guided transbronchial needle aspiration; LCNEC: large-cell neuroendocrine carcinoma; 19G: 19 gauge needle, 21G or 22G: 21 or 22 gauge needle, Lymph node stations and pulmonary nodule are defined as follows: 4R, right lower paratracheal node; 7, subcarinal nodes; 11, N1 nodes; S6, segment 6
aPuncture performed with a 19G and 21G or 22G needle.
bPositive pathologically.
cNegative, not diagnosed pathologically.

Figure 1. A patient who had undergone ophthalmectomy for left retinal hemangioblastoma (A) developed mediastinal and bilateral hilar lymphadenopathy (B, C) and multiple hypervascular pulmonary nodules (D) on chest CT. Endobronchial ultrasound showed a hypervascular subcarinal node (#7) (E). The specimen obtained using 19-G EBUS-TBNA was observed to have a network of thin, vascular capillary-like channels lined by endothelial cells and pericytes (F). Hematoxylin and Eosin staining, 200×.

19-G needle resulted in the diagnosis of one retinal hemangioblastoma (Fig. 1), one tuberculous lymphadenitis, and one lung adenocarcinoma for evaluating programmed death-ligand 1 (PD-L1) expression following initially negative findings with 21- or 22-G needle EBUS-TBNA (Supplemental Fig. 1).
carcinoma) showed negative 19-G findings but was ultimately diagnosed with 22-G needle EBUS-TBNA (Fig. 2). Of the two patients with suspected lymphoma, one had lymphoma and the other sarcoidosis, both of which were diagnosed with 19-G needle EBUS-TBNA. The lymphoid cells showed positive immunohistochemical staining for cluster of differentiation (CD) 20. They were negative for CD3, CD5, and CD10 and demonstrated high Ki-67 staining. Therefore, we made a diagnosis of diffuse large B cell lymphoma.

Three patients were diagnosed with sarcoidosis with both the 19-G and 21- or 22-G needles. The quality of specimens obtained with each needle is showed in Supplemental Table 1. There were no major complications in this study. Two cases are described in detail below.

Case 1

A 68-year-old man who had undergone ophthalmectomy for left retinal hemangioblastoma (Fig. 1A) showed mediastinal and bilateral hilar lymphadenopathy (Fig. 1B and C) and multiple pulmonary nodules (Fig. 1D) on chest CT performed 30 years after the surgery and 2 years after radiation therapy. Endobronchial ultrasound images showed hypervascular lymph nodes (Fig. 1E). The specimen obtained with a 22-G needle after an initially negative biopsy on EBUS-TBNA with a 22-G needle revealed a network of thin, vascular capillary-like channels lined by endothelial cells and pericytes (Fig. 1F). The cells were found to be retinal hemangioblastoma based on positive CD34 and Adipophilin staining. The cells showed negative staining for CD7, CD20, CD56, CD10, EMA, and Synaptophysin. The pulmonary nodules obtained at video-assisted thoracoscopic surgery had similar pathological characteristics compared to the EBUS-TBNA results.

Case 2

An 80-year-old man with a history of lung squamous cell carcinoma presented with progression of a pulmonary nodule (right segment 6) that measured 10 mm in the long axis after first-line carboplatin plus nab-paclitaxel chemotherapy on chest CT (Fig. 2A) and positron emission tomography (Fig. 2B). The specimen obtained by EBUS-TBNA (Fig. 2C) revealed squamous cell carcinoma (Fig. 1D) using a 22-G needle, although the findings had been negative with a 19-G needle.
EBUS-TBNA using a 19-G needle can provide sufficient tissue for a histopathological diagnosis of malignancy and sarcoidosis (8). The tissue samples obtained from EBUS-TBNA are adequate for cytological, immunohistochemical, and molecular lung cancer typing (9, 10). A previous study found that quality of the cell block samples was very good and allowed for the performance of an anaplastic lymphoma kinase assay and ROS proto-oncogene 1 and PD-L1 typing, which tend to require relatively large samples (11). According to the 2016 CHEST Guideline, the use of either a 21-or 22-G needle is acceptable in patients undergoing EBUS-TBNA (12). In cases of a solid pancreatic mass, Sakamoto reported that fine-needle aspiration (FNA) using a 25-G needle was more efficient than that using 22- and 19-G needles (13). Furthermore, Nakai showed that the slow-pull technique was associated with less contamination with blood and a potentially increased diagnostic yield compared with the suction technique in pancreatic solid masses, especially with a 25-G FNA needle (14). Regarding EBUS-TBNA, however, data concerning 25-G needles or aspiration techniques are insufficient at present; a large-scale study may therefore be of interest.

In a preclinical evaluation comparing a novel 19-G flexible needle with a commercial 22-G EBUS-TBNA sampling needle, the samples collected with the 19-G needle were larger and had less blood contamination than those obtained with a 22-G needle (15). In our study, the use of the 19-G needle also provided sufficient tissue samples with less blood contamination that proved useful for diagnosing retinal hemangioblastoma, lung adenocarcinoma, and tuberculous lymphadenitis and for evaluating the PD-L1 expression in specimens whose findings had initially been negative with a 21- or 22-G needle. However, 19-G and 21- or 22-G needle EBUS-TBNA showed similar diagnostic yields in other patients (Table 3). Whether or not the use of a 19-G flexible needle is indeed more effective than a 21- or 22-G needle is therefore unclear based on these results. A larger study is needed to confirm our findings.

In our experience, 19-G needle EBUS-TBNA is useful clinically for diagnosing retinal hemangioblastoma, which can occur sporadically or as a manifestation of von Hippel-Lindau syndrome (Fig. 1). The tumors are hypervascular histopathologically (16). The sample obtained from a 22-G needle can be too small for an evaluation in some cases, but that using a 19-G needle is sufficient for a diagnosis because of the larger sample size and reduced risk of blood contamination. To our knowledge, this is the first report of a retinal hemangioblastoma with mediastinal and hilar lymph node metastasis being diagnosed using EBUS-TBNA with a 19-G needle.

In the present study, EBUS-TBNA with a 19-G needle resulted in successful diagnoses of tuberculous lymphadenitis, lymphoma, and lung adenocarcinoma as well as for evaluating the PD-L1 expression. However, a small pulmonary nodule (lung squamous cell carcinoma) with a negative 19-G needle biopsy was diagnosed with a 22-G needle EBUS-TBNA (Fig. 2). In that case, the pulmonary nodule in right segment 6 measured 10 mm along the long axis using CT. The 22-G ViziShot 2 needle has a sharper tip, reducing the puncture force required to sample calcified lymph nodes. We were therefore able to puncture the small pulmonary nodule with the 22-G ViziShot 2 needle despite difficulties achieving a smooth puncture using the 19-G ViziShot FLEX needle. The 21- or 22-G ViziShot 2 needle might be useful for such small target lesions.

One limitation associated with this study is the potential retrospective bias; another is the small number of subjects. Based on the present findings, possible indications of EBUS-TBNA with a 19-G ViziShot FLEX needle may include retinal hemangioblastoma and lymphoma, which are diagnosed by a large sample and reduced blood contamination. However, we must consider the high cost and difficulty associated with puncture performed using such a large-caliber needle. A prospective large-scale randomized study comparing the 21- or 22-G ViziShot 2 with a 19-G ViziShot FLEX needle might be of interest.

Conclusions

EBUS-TBNA with a 19-G needle was useful for diagnosing retinal hemangioblastoma and tuberculous lymphadenitis as well as for PD-L1 testing after 21-G and 22-G biopsies were unsuccessful.

References

5. Gnass M, Sola J, Filarecka A, et al. Initial Polish experience of Flexible 19 gauge Endobronchial Ultrasound-Guided Transbron-


The Internal Medicine is an Open Access article distributed under the Creative Commons Attribution-NonCommercial-NoDerivatives 4.0 International License. To view the details of this license, please visit (https://creativecommons.org/licenses/by-nc-nd/4.0/).