A New Method for Cerebral Arterial Stiffness by Measuring Pulse Wave Velocity Using Transcranial Doppler

Xian Fu1, Chuming Huang2, Ka Sing Wong3, Xiangyan Chen3 and Qingchun Gao1

Xian Fu and Chuming Huang contributed equally to this work

1 Institute of Neuroscience, the Second Affiliated Hospital of Guangzhou Medical University, Guangzhou, China
2 Department of Neurology, Shantou Central Hospital, Shantou, China
3 Department of Medicine and Therapeutics, Prince of Wales Hospital, Chinese University of Hong Kong, Hong Kong, China

Aim: Pulse wave velocity (PWV) has been regarded as the “gold standard” measurement of arterial stiffness (AS), but it is still only used in the assessment of central and peripheral arteries. We constructed a new method to evaluate cerebral AS by measuring PWV using transcranial Doppler (TCD).

Methods: In all, 90 healthy subjects who received annual health screening were consecutively enrolled in this study between January 2011 and June 2013. Data on clinical characteristics, brachium–ankle (ba) PWV, and carotid–cerebral (cc) PWV measured with our newly constructed method by two experienced operators were recorded. cc PWV was calculated as the distance between two points in the common carotid artery and proximal part of ipsilateral middle cerebral artery, which was divided by the pulse transit time between these two points where the pulse was measured using TCD.

Results: The value of cc PWV was 499.3 ± 78.6 cm/s. Correlation between cc PWV and ba PWV in the assessment of AS was $r = 0.794$ ($P < 0.001$). The concordance between both the above mentioned methods was good. Interobserver and intraobserver reliability using interclass correlation for measuring cc PWV were 0.815 ($P < 0.001$) and 0.939 ($P < 0.001$), respectively. In multivariable analysis, older age ($\beta = 4.51, P < 0.001$) and increased diastolic blood pressure ($\beta = 2.39, P < 0.001$) were independently associated with higher cc PWV.

Conclusion: cc PWV measured using TCD may be a promising method for the assessment of human cerebral AS, which is independently associated with age and diastolic blood pressure.

Key words: Arterial stiffness, Carotid–cerebral pulse wave velocity, Transcranial Doppler

Copyright © 2016 Japan Atherosclerosis Society
This article is distributed under the terms of the latest version of CC BY-NC-SA defined by the Creative Commons Attribution License.

Introduction

Arterial stiffness (AS) is defined by a reduction in arterial compliance, which has been associated with cardiovascular events and atherosclerotic disease in several reports1-5. Clinically, the most representative and noninvasive technique for assessing AS is pulse wave velocity (PWV) measurement6. Among PWV measurements, brachial–ankle (ba) PWV has been most widely used as an index of large artery compli-

ance in previous clinical studies3-5, 7, 8. ba PWV showing a close correlation with carotid-femoral pulse wave velocity reflects the stiffness of both central and peripheral arteries9. Recent studies have also demonstrated that ba PWV is closely associated with intracranial cerebral atherosclerosis or cerebrovascular disease6, 10. However, ba PWV and other PWV measurements cannot be used to directly assess cerebral AS. Approximately two decades ago, Giller et al.11 attempted to estimate PWV in the human cerebral circulation using transcranial Doppler (TCD), but they failed to obtain an accurate value. Therefore, we aimed to construct a novel method including original time and distance assessment systems to directly evaluate human carotid–cerebral (cc) PWV. If this method was applied in clinical practice or general population screening, it would be useful for the further study of
cerebral atherosclerotic disease.

**Aim**

The aim of the present study was to construct a novel method to directly evaluate human cerebral AS based on cc PWV and discuss its determinants in healthy volunteers, which can provide data for further study in clinical practice.

**Materials and Methods**

**Study Subjects**

Between January 2011 and June 2013, 156 subjects (aged >18 years) who received annual health screening in the Second Affiliated Hospital of Guangzhou Medical University, Guangzhou, China were observed. Of them, 90 healthy subjects were consecutively enrolled in this study. The others were excluded for the following reasons: (1) abnormal results as shown in the physical examination, blood analysis, or TCD test during annual health screening; (2) medical histories including hypertension, diabetes, hyperlipidemia, coronary artery disease, cerebrovascular disease, or renal insufficiency; and (3) unsuitable temporal window for conducting TCD monitoring. Baseline information on demographics and medical history was obtained from face-to-face interviews or medical records. Explanatory variables included cardiovascular risk factors, such as current cigarette smoking and regular alcohol consumption, and clinical features. Clinical features in annual health screening included blood pressure (BP; systolic and diastolic BP), heart rate, body mass index, fasting blood glucose, triglyceride, total cholesterol, low and high density lipoprotein, ba PWV, and cc PWV. Written informed consent was obtained from all subjects prior to participation. The study was approved by the ethics committees of the Second Affiliated Hospital of Guangzhou Medical University (Guangzhou). Good Clinical Practice guidelines in accordance with the Declaration of Helsinki were used, and the privacy of patients was strictly protected.

**Measurement of cc PWV**

cc PWV was measured with two-channel TCD (EMA-9A; Shenzhen Delicate Electronics Co., Ltd, Shenzhen, China) using 2 MHz and 4 MHz ultrasound transducers in the supine position by two experienced operators. The 2-MHz probe was held to a temporal window by the head frame, which can keep the transducer detecting the proximal part of middle cerebral artery (MCA) in a stable status, and MCA was insonated at a depth of 50–55 mm using standard criteria. The other 4-MHz transducer in the angle fixator was placed on the ipsilateral pulsation point of common carotid artery (CCA) beside the thyroid notch of the neck to detect CCA. The angle fixator can fix the 4-MHz transducer on the neck and regulate its angle from 0° to 90° to detect CCA. CCA was insonated at a depth of 40–50 mm. The TCD machine used in this study has a built-in program model called arterial pulse wave detecting system. This system can derive, store, and process signals obtained from transducers on CCA and MCA sites and simultaneously display these signals with expanded waveforms (Fig. 1 and 2).

The explicit arterial pulse waveforms were selected for data analysis using the built-in software of TCD. The selection method of the onset point of the waveform is shown in Fig. 2. First, we defined the root (a) and top (b) points in the ascending stage of the waveform. We use the built-in software to compare values (blood flow velocity) of data points of the waveform in one cardiac cycle and select the data point with minimum and maximum values as the root (a) and top (b) points, respectively. When the waveform had two or three data points, which had the same minimum value in one cardiac cycle, we determined the root point as follows: if the waveform has two data points with the same minimum value, we selected the first data point as the root (a) point; if the waveform has three data points with the same minimum value, we selected the second data point as the root (a) point. Therefore, in one cardiac cycle, each waveform has only one root (a) point. These rules were all strictly followed in this study. Second, we selected point c between points a and b in the waveform, which had the maximum vertical distance (red line cc in Fig. 2) to the line connecting the root and top points (line ab in Fig. 2), and defined point c as the onset point of this cardiac cycle (Fig. 2). We marked the onset points of CCA and MCA waveforms in one cardiac cycle, and their corresponding time could be obtained in the display (Fig. 2 and 3). The time interval between the two onset points was defined as the transit time ($\Delta t, \text{ms}$) of pulse wave traveled between the two insonation sites (Fig. 3). The mean transit time was then determined from 10 consecutive cardiac cycles. The distance (D, cm) traveled by the pulse wave in this study was defined as the body surface distance between the two probes using a tape measure plus the cosine of detecting depth for CCA (Fig. 1). Thus, cc PWV calculated from D traveled by the pulse wave and mean time delay ($\Delta mt$) as follows: $\text{cc PWV} = \frac{D}{\Delta mt} (\text{cm/s})$.

**Measurement of ba PWV**

Bilateral ba PWV was measured using an automated device (VP-1000; Colin Co. Ltd., Komaki, Japan). Prior to the measurement of ba PWV, subjects...
Fig. 1. The method of measuring the distance traveled by the pulse wave

The 2-MHz probe placed in the head frame was held to a temporal window to detect the proximal part of MCA, and the other 4-MHz transducer was placed on the ipsilateral pulsation point of CCA beside thyroid cartilage to detect CCA in an angle fixator which can fix the transducer on the neck and regulate its angle from 0° to 90°. The distance traveled by the pulse wave was defined as the body surface distance (DAB) between the two probes plus \( \cos \theta \) (here, we presumed \( \theta = \theta' \)) of detected depth (DBC) of CCA. This is \( D \) (cm) = DAB + DABcos \( \theta' \).

Abbreviations: MCA, middle cerebral artery; CCA, common carotid artery.

Fig. 2. Description of how to select the onset point in the waveform and determine its corresponding time

First, we defined the root (a) and top (b) points in the ascending stage of the waveform. We use the built-in software to compare the values of data points of the waveform in one cardiac cycle and select the data points with minimum and maximum values as the root (a) and top (b) points. Second, we selected the point c between points a and b on the waveform, which had the maximum vertical distance (red line cc') to the line connecting the root and top points (line ab), and defined point c as the onset point of this cardiac cycle. The corresponding time (T) of the onset point (c) could be obtained in the time coordinates.
used as an index of interobserver and intraobserver reliability/agreement\(^1\)). The interobserver and intraobserver reliability were assessed by fitting two-way mixed effects model using the reliability analysis procedure in SPSS, where the value of cc PWV was modeled with operator and subject entered as random effects. The clinical significance of ICC coefficients was interpreted as excellent, ICC \(\geq 0.80\); good, 0.60 \(\leq\) ICC < 0.80; moderate, 0.40 \(\leq\) ICC < 0.60; and poor, ICC < 0.40. Statistical analyses were performed using the SPSS software for Windows, version 13.0 (SPSS Inc, Chicago, IL, USA).

**Results**

**Baseline Characteristics**

In all, 90 subjects (male, 46; female, 44) who met the criteria were enrolled in this study. The mean age was 46 ± 11.7 years. The values of cc PWV and ba PWV were 499.3 ± 78.6 cm/s and 1296.5 ± 206.1 cm/s, respectively. Other baseline information on demographics, clinical features, and PWV for primary analysis is presented in Table 1.

**Interobserver and Intraobserver Reliability of cc PWV**

Interobserver and intraobserver reliability using ICC for measuring cc PWV were 0.815 (\(P<0.001\)) and 0.939 (\(P<0.001\)), respectively.

**cc PWV versus ba PWV in the Assessment of AS**

cc PWV measured using TCD correlated with ba PWV in the assessment of AS (\(r=0.794, P<0.001\);
systolic and diastolic BP (P<0.001), and cigarette smoking (P=0.019), and in multiple linear regression analysis adjusted for significant (P<0.05) variables from the simple linear regression analysis, they were age, cigarette smoking, and diastolic BP. Older age (β =4.51, P<0.001) and increased diastolic BP (β =2.39, P<0.001) were independently associated with higher cc PWV (Table 2).

### Determinants of cc PWV

In this study, factors associated with cc PWV in simple linear regression analysis were age (P<0.001), systolic and diastolic BP (P<0.001), and cigarette smoking (P=0.019), and in multiple linear regression analysis adjusted for significant (P<0.05) variables from the simple linear regression analysis, they were age, cigarette smoking, and diastolic BP. Older age (β =4.51, P<0.001) and increased diastolic BP (β =2.39, P<0.001) were independently associated with higher cc PWV (Table 2).
method was crude and decreased the accuracy of the pulse waveform transient time measurement. As such, the measurement of cc PWV in this study was the first accurate assessment of human cerebral AS using TCD. This method of human AS assessment with cc PWV using TCD is a valid and noninvasive approach. ba PWV is widely used to estimate stiffness in both central and peripheral arteries in clinical practice\(^6, 7, 9, 10\). Numerous studies have demonstrated that ba PWV is closely associated with intracranial atherosclerosis or cerebrovascular disease\(^6, 10\). In this study, we compared cc PWV and ba PWV in the assessment of AS and found that both methods had good correlation and concordance in healthy human volunteers, although the values of cc PWV and ba PWV were different. We believe the different characteristics of artery anatomic structure may be the main reason for the different values between cc PWV and ba PWV in normal subjects, and the underestimation of distances traveled was also involved. In addition, TCD is a noninvasive tool and has portable and relatively inexpensive characteristics, which makes it possible for this method to be used not only for clinical practice but also for screening purposes. On the other hand, we found that older age and higher diastolic BP were significantly associated with cc PWV in healthy human volunteers in this study. These results were consistent with previous findings that showed an association of increased AS with older age and higher BP\(^7, 9, 17\).

The present study has several limitations. First, this study defined the distance traveled by pulse wave......

Table 2. Associations between Carotid-cerebral pulse wave velocity and subject characteristics (N=90)

<table>
<thead>
<tr>
<th>Characteristic</th>
<th>Univariate</th>
<th>Multivariate(^1)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Parameter estimate ((\beta))</td>
<td>Standard error</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Age(years)</td>
<td>5.32</td>
<td>0.45</td>
</tr>
<tr>
<td>Male</td>
<td>-18.64</td>
<td>16.95</td>
</tr>
<tr>
<td>Cigarette smoking</td>
<td>42.60</td>
<td>17.77</td>
</tr>
<tr>
<td>Alcohol consumption</td>
<td>26.10</td>
<td>22.28</td>
</tr>
<tr>
<td>Systolic blood pressure (mmHg)</td>
<td>2.65</td>
<td>0.41</td>
</tr>
<tr>
<td>Diastolic blood pressure (mmHg)</td>
<td>4.37</td>
<td>0.69</td>
</tr>
<tr>
<td>Heart rate(bpm)</td>
<td>-0.96</td>
<td>0.78</td>
</tr>
<tr>
<td>Body mass index (kg/m(^2))</td>
<td>0.51</td>
<td>2.63</td>
</tr>
<tr>
<td>Fasting blood glucose (mmol/l)</td>
<td>2.66</td>
<td>12.71</td>
</tr>
<tr>
<td>Triglyceride (mmol/l)</td>
<td>2.16</td>
<td>5.56</td>
</tr>
<tr>
<td>Total cholesterol (mmol/l)</td>
<td>6.33</td>
<td>6.64</td>
</tr>
<tr>
<td>Low density lipoprotein (mmol/l)</td>
<td>-4.06</td>
<td>9.98</td>
</tr>
<tr>
<td>High density lipoprotein (mmol/l)</td>
<td>-20.31</td>
<td>30.61</td>
</tr>
</tbody>
</table>

\(^1\)Adjusted for significant (\(p<0.05\)) variables from the simple linear regression analysis: Age, cigarette smoking, and diastolic blood pressure.
as the body surface distance between the two probes plus cosine of detecting depth for CCA. However, the body surface distance cannot accurately represent the distance of the corresponding artery because the terminal internal carotid artery is circuitous. Second, the subjects in this study were all healthy volunteers. In the present study, we aimed to validate the method for evaluating the human cerebral AS and discuss the normal value of cc PWV and its determinants in healthy volunteers. However, this was just the first step; further study should focus on applying this method in clinical practice with a large sample size. On the other hand, we did not use magnetic resonance imaging (MRI) to evaluate subjects’ brains. Therefore, some subjects with asymptomatic brain diseases may not be excluded in this study. Third, all cc PWV measurements were independently executed by two experienced operators in this study; therefore, only one ICC coefficient was obtained in the present study.

In conclusion, cc PWV may be a promising method for the detection of human cerebral AS, which was independently associated with age and diastolic BP.

Acknowledgements

This study was funded by Program of National Natural Science Foundation of China (grant No.81371573) and Science and Technology Planning Project of Guangdong Province (Grant No.2012B031800435), China.

Conflict of Interest

The authors declare no conflict of interest.

References