Short-Term Performance of Mitral Valve Replacement with Porcine Bioprosthetic Valves in Dogs

Kazuaki TAKASHIMA¹*, Aiko SODA², Ryou TANAKA² and Yoshihisa YAMANE¹,²

¹Animal Clinical Research Foundation, 214–10 Yatsuya, Kurayoshi, Tottori 682–0025 and ²Department of Veterinary Surgery, Faculty of Agriculture, Tokyo University of Agriculture and Technology, 3–5–8 Saiwai, Fuchu, Tokyo 183–8509, Japan

(Received 12 December 2006/Accepted 19 April 2007)

ABSTRACT. Porcine bioprosthetic valves cross-linked with glutaraldehyde and polyepoxy compound were newly developed for mitral valve replacement (MVR) in dogs. Five beagle dogs were performed a left thoracotomy and underwent MVR using the porcine bioprosthetic valves during cardiopulmonary bypass (CPB). A vein catheter inserted into right atrium and a vent catheter inserted into the right ventricle to drain. The hemodynamic conditions of CPB were excellent during surgery. The left atrial pressure was measured before and after MVR; there was no significant difference and it was normal. Thrombosis and the prosthetic valve regurgitation were not observed one week after MVR. Pressure half time (PHT) prolonged significantly (P<0.05) from 31.40 ± 4.0 msec presurgery to 99.20 ± 19.4 msec at seven days after MVR, although it indicated the normal range as the bioprosthetic valve. The symptom of the prosthetic valve failure was not observed. This study indicated that the MVR using porcine bioprosthetic valves under CPB might have been effective in dogs as a short-term evaluation.

KEY WORDS: bioprosthetic valve, canine cardiopulmonary bypass, mitral regurgitation, mitral valve replacement.

MATERIALS AND METHODS

Bioprosthetic valves: Porcine aortic valves, with similar dimensions to that of canine mitral valves, were used. The porcine aortic valves were obtained aseptically from the slaughterhouse. Fat and myocardium were politely removed from the valves. After the trimming, the valves were packed with cottons to prevent the aortic annulus and the leaflet deformation, and were immersed in 50% ethanol solution. Within two weeks, the valves were fixed as follows.
1. 0.2% protamine sulfate (for 30 min at room temperature)
2. 0.5% glutaraldehyde (for 30 min at room temperature)
3. 4% polyepoxy compounds* (for 48 hr at 40°C)
4. Washing with sterile water (for 24 hr at room temperature)
5. 1% heparin sodium (for 1 hr at 37–40°C)

* Denacol EX-313, Nagase Chemicals Ltd., Osaka Japan

The valves were preserved in 70% ethanol solution.

The valves were trimmed again, the porcine aortic wall was removed and only the leaflets and commissures were left. The stainless stents appropriate for the annular and the commissure were made with Kirschner stainless wires of 0.6 mm in diameter. The annular and the commissure were sewn on the stainless stents. After covering and suturing the stents by Dacron fabrics, porcine bioprosthetic valves were completed (Fig. 1). The porcine bioprosthetic valves were then preserved in 30% ethanol solution under cold storage. At least two hours before transplantation, they were washed by sterilization using physiological saline solution to remove the alcohol.

Animals: Five male apparently healthy beagle dogs (1 year of age, 10–14 kg) were used. The dogs were subjected to clinical examinations, complete blood counts, heartworm antigen tests, blood chemistry, thoracic radiography, electrocardiography, phonocardiography and echocardiography. No abnormal findings were observed in the dogs.

In this study, all dogs were housed in individual runs. Standard environmental conditions of 22–23°C ambient temperature and 40–50% relative humidity were maintained. The dogs were given balanced maintenance diets and fresh water. During all phases of this study, the laboratory animals were handled and care for in accordance with the standards established by Tokyo University of Agriculture and Technology as described in its “Guide for the care and use of laboratory animals”.

Anesthesia and CPB system: In this study, the basic protocols for anesthesia and CPB system used were those performed previously by our group [10, 23, 28].

Technique of CPB and MVR: An arterial pressure catheter and an arterial catheter for CPB were each inserted into a different femoral artery. A central venous pressure catheter was inserted via the jugular vein. A left lateral thoracotomy was performed via the fifth intercostal space and the pericardium was exposed. After preparing a pericardial tent, a two-stage single catheter (18–24FG) was inserted into the right atrium, and a 12FG vent catheter was inserted into the right ventricle to drain the blood from the heart. A cardioplegia cannula was positioned at the root of the aorta [25]. An arterial catheter for CPB, a two-stage single catheter and a 12FG vent catheter were connected to CPB system.

After hemodynamics was stabilized in a partial perfusion, the ascending aorta and pulmonary artery were cross-clamped and total perfusion was achieved. Cold Young’s solution was administered from a cardioplegia cannula and cardiac arrest was achieved. GIK solution was also administered via a cardioplegia cannula every 20 min while the aorta was cross-clamped [25]. The dogs were cooled to approximately 26–28°C, and ice slush saline was used to cool the heart regionally [23].

The mitral valve was approached via an incision in the left atrium. All mitral valves and the chordae tendineae were excised. Three 5–0 polypropylene sutures were placed through the mitral annulus from the atrial to the ventricular side of the annulus and then through the bioprosthetic ring from the ventricular to the atrial side. The bioprosthetic valve was seated into the mitral annulus with its left coronary cusp oriented to the left ventricular outflow tract. After the continuous suture of the bioprosthetic ring and mitral annulus, atriotomy was closed and air was removed from the left side of the heart (Fig. 2). After the aortic cross clamp was removed, the heartbeat resumed with cardiac massage and/or internal electrical defibrillation. As the atrial pressure rose, gradual cessation of CPB was initiated. After discontinuation of CPB, all catheters were removed. The left atrial pressure was measured directly before and after MVR, a thoracostomy tube was placed and thoracotomy incision was closed routinely.

Fig. 1. The porcine bioprosthetic valve, cross-linked with glutaraldehyde and polyepoxy compound, used in this study.
Postoperative management: Ampicillin sodium 50 mg/kg IV (QID) and heparin sodium 50–100 U/kg SC (TID-QID) were administered postoperatively. Oral administration of dipyridamole and warfarin were initiated 2–5 days after operation. Warfarin was administered at 0.1 mg/kg (BID) and its dose was adjusted according to the results of the Thrombotest (20%). Postoperative pain was managed by administration of butorphanol tartrate (0.2–0.8 mg/kg intramuscularly) as necessary.

Clinical examination: The examinations included thoracic radiography, phonocardiography, electrocardiography, echocardiography and blood tests (CBC, TP, AST, ALT, ALP, BUN, Cre, TBil, Glu, TCho and CK) were conducted before and seven days after MVR. Vertebral heart size (VHS) and cardio thoracic ratio (CTR) were calculated by thoracic radiography [7, 13].

The annular diameter of the mitral valve before surgery was measured by two-dimensional echocardiography to choose the bioprosthetic valve. Diastolic atrioventricular pressure gradients (Bernoulli equation) were obtained from the continuous-wave Doppler signal of mitral flow velocity [3]. Pressure-half time (PHT), which is the time interval during which the atrioventricular pressure gradient fell to half its initial value, was calculated from these tracings. Mitral valve area (MVA) was calculated by the continuity equation (MVA=220/PHT) [3]. Left ventricular end-diastolic diameter (LVEDD), left ventricular end-systolic diameter (LVEsD), left ventricular posterior wall thickness in diastole (LVPWD), left ventricular posterior wall thickness in systole (LVPWs), interventricular septum thickness in diastole (IVSD), interventricular septum thickness in systole (IVSS) and fractional shortening (FS) were obtained by M-mode echocardiography [3, 7]. Movements of bioprosthetic valves were also observed immediately after MVR.

Differences in the examinations conducted were determined by paired-t test, and statistical significance was established at p<0.05.

RESULTS

Surgical evaluation: In a left lateral thoracotomy, the insertion of a two-stage single catheter into the right atrium and a vent catheter into the right ventricle were performed smoothly. The volume of blood flow to the CPB system from these catheters (venous drainage) was enough to perform CPB.

All dogs underwent MVR using the porcine bioprosthetic valves; the annular diameter of the measured mitral valve was 22.50 ± 0.9 (mean ± SE) mm by echocardiography and the diameter of the porcine bioprosthetic valve used was 23.75 ± 0.8 mm. The mitral valve was approached easily via an incision in the left atrium. The porcine bioprosthetic valve was seated into the mitral annulus, and was sutured tightly. The handling of the porcine bioprosthetic valve was excellent, and was easy to suture. CPB time was 84.00 ± 9.7 min, and cardiac arrest time was 42.20 ± 1.9 min. Time from release of aortic cross clamp to cessation of CPB was 34.00 ± 7.3 min. The lowest rectal temperature was 27.32 ± 0.3 °C, while the lowest esophagus temperature was 28.10 ± 0.3°C (Table 1). These surgical times were almost similar because MVR and CPB were conducted smoothly in all dogs. The left atrial pressure, prior to MVR was 5.41 ± 0.5 mmHg, post MVR was 8.64 ± 2.3 mmHg; there was no significant difference observed. It was considered that the valve functioned normally.

Table 1. Values of different parameters obtained during CPB* in dogs subjected to mitral valve replacement using porcine bioprosthetic valves

<table>
<thead>
<tr>
<th>Case NO.</th>
<th>CPB time (min)</th>
<th>Cardiac arrest time (min)</th>
<th>Lowest rectal temperature (°C)</th>
<th>Lowest esophagus temperature (°C)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>77</td>
<td>46</td>
<td>27.9</td>
<td>28.5</td>
</tr>
<tr>
<td>2</td>
<td>91</td>
<td>46</td>
<td>27.2</td>
<td>28.6</td>
</tr>
<tr>
<td>3</td>
<td>72</td>
<td>41</td>
<td>27.1</td>
<td>27.8</td>
</tr>
<tr>
<td>4</td>
<td>62</td>
<td>36</td>
<td>27.9</td>
<td>28.5</td>
</tr>
<tr>
<td>5</td>
<td>118</td>
<td>42</td>
<td>26.5</td>
<td>27.1</td>
</tr>
</tbody>
</table>

* Cardiopulmonary bypass.
and 63.70 ± 1.8, respectively), the values were also in the normal range (Fig. 3).

In the echocardiography conducted immediately after MVR, the movements of the bioprosthetic valves were found to be smooth; laminar flow was also obtained seven days after surgery (Fig. 4). The prosthetic valve regurgitation and thrombosis were not observed immediately after MVR and seven days after MVR. Diastolic atrioventricular pressure gradient increased significantly (P<0.01) from 3.95 ± 0.8 mmHg before surgery to 14.02 ± 1.5 mmHg seven days after surgery. PHT prolonged significantly (P<0.05) from 31.40 ± 4.0 msec before surgery to 99.20 ± 19.4 msec at seven days after surgery. MVA decreased significantly (P<0.01) from 7.44 ± 0.8 cm² before surgery to 2.68 ± 0.6 cm² seven days after surgery. LVEDD, LVESD, LVPWd, IVSd and IVSSs were significantly (P<0.01) different before and seven days after surgery. No significant differences were observed between before and after surgical LVESD, LVPWs and FS values (P>0.05) (Table 2).

Table 2. M-Mode echocardiographic findings in dogs subjected to mitral valve replacement using porcine bioprosthetic valves

<table>
<thead>
<tr>
<th></th>
<th>Before surgery (mm)</th>
<th>Seven days after surgery (mm)</th>
</tr>
</thead>
<tbody>
<tr>
<td>LVEDD</td>
<td>33.68 ± 1.1</td>
<td>28.48 ± 1.3*</td>
</tr>
<tr>
<td>LVESD</td>
<td>20.92 ± 0.7</td>
<td>16.80 ± 1.8</td>
</tr>
<tr>
<td>LVPWd</td>
<td>6.56 ± 0.2</td>
<td>10.56 ± 0.8*</td>
</tr>
<tr>
<td>LVPWs</td>
<td>10.52 ± 0.7</td>
<td>13.72 ± 1.2</td>
</tr>
<tr>
<td>IVSd</td>
<td>7.28 ± 0.7</td>
<td>10.36 ± 0.4*</td>
</tr>
<tr>
<td>IVSSs</td>
<td>10.44 ± 0.4</td>
<td>14.08 ± 0.9*</td>
</tr>
</tbody>
</table>

Values are expressed as mean ± standard error. LVEDD: left ventricular end-diastolic diameter, LVESD: left ventricular end-systolic diameter, LVPWd: left ventricular posterior wall thickness in diastole, LVPWs: left ventricular posterior wall thickness in systole, IVSd: interventricular septum thickness in diastole, IVSSs: interventricular septum thickness in systole. * P<0.01 (vs. before surgery).

DISCUSSION

The cardiopulmonary bypass system has been used for over ten years in various canine congenital heart diseases in this group [23, 28, 29]. In a median sternotomy or a right lateral thoracotomy, venous catheters were generally inserted through the right atrium into a cranial vena cava and a caudal vena cava to drain the blood from the heart to CPB system [21, 23, 29]. But in this study, we performed MVR with a left lateral thoracotomy because the approach to the mitral valve via a left atrium incision was very easy. However, there was a big difficulty to perform CPB with a left thoracotomy, a cranial vena cava and a caudal vena cava were not seen from this side and venous catheters were not able to be inserted into the vena cava. Therefore, we tried to use a two-stage single catheter inserted into the right atrium and a vent catheter inserted into the right ventricle to drain.
The volume of blood flow to the CPB system from these catheters was enough to perform CPB and the hemodynamics condition was excellent. The annular diameter of the mitral valve was measured by two-dimensional echocardiography before surgery to choose the bioprosthetic valve. The value was almost accurate, the porcine bioprosthetic valve was able to be inserted without trouble. The bioprosthetic sewing ring covered with Dacron fabrics, was easy to suture the mitral annular. The handling of the porcine bioprosthetic valve was excellent. CPB time, cardiac arrest time and time from release of aortic cross clamp to cessation of CPB were not very different respectively, because CPB and MVR were performed smoothly and stabilized.

There are different types of bioprosthetic valves for humans, including Hancock II bioprostheses (porcine bioprosthesis), Carpentier-Edwards bovine pericardial valves and Mosaic bioprosthesis (porcine bioprosthesis); the long-term prognoses of these valves have been reported only in human medicine [4, 6]. Glutaraldehyde has been widely used as a tissue fixative for these bioprosthetic valves and vascular grafts due to its ability to produce collagen crosslinking, reduce tissue antigenicity and sterilize the valves [27]. Bioprosthetic valves have a possibility of the prosthetic valve failure due to calcification, pannus formation and tissue degeneration; several reagents have been extensively investigated to inhibit them [5, 22]. Polyepoxy compound (Denacol EX-313) was developed in order to reduce calcification, degeneration and thrombosis [20, 26]. Previous studies by this group have demonstrated the excellent durability of polyepoxy compound fixed bovine jugular vein graft for reconstruction of right ventricular outflow tract in dogs [16]. An apico-aortic valve conduit using canine aortic bioprosthetic valve was also developed for surgical treatment of aortic stenosis in dogs. The canine aortic bioprosthetic valve was fixed with glutaraldehyde and epoxy compound and was found to be effective for aortic stenosis [11]. In this study, the bioprosthetic valve was newly developed with the porcine aortic valve, because the size of valve is similar to canine mitral valves, the stable supply is possible and porcine bioprosthesis are used in human medicine. The rate of thromboembolism in patients undergoing bioprosthetic replacement of the mitral valve, during the first 10 days was 55%/year, 11 to 90 days was 10%/year and after 90 days was 2.4%/year. The complication of MVR was significantly higher than after 10 days [9]. The first several days from surgery are very important for the evaluation of MVR. Therefore, as the first step, we evaluated performance of the newly developed porcine bioprosthetic valves one week after the MVR.

In this study, there was no significant increase in the left atrial pressure before and after the MVR, the movement of the bioprosthetic valve was smooth and the laminar flow was obtained seven days after MVR. Complications, such as acute regurgitation of the prosthetic valve and the thrombogenesis, were not observed in all dogs. After MVR, diastolic atriointerventricular pressure gradient and PHT increased significantly to 14.02 ± 1.5 mmHg and 99.20 ± 19.4 msec, respectively. The values deviated from the normal canine values, and were similar to those observed in natural occurred canine mitral stenosis (MS) [3, 15]. On the other hand, there is a criterion of the bioprosthetic valve, and the bioprosthetic valve is evaluated based on this [2, 31]. The diastolic atriointerventricular pressure gradient was greater than 16 mmHg and PHT greater than 180 msec, which suggests abnormal functioning of the bioprosthetic valve [2, 18]. Thus, the values of the atriointerventricular pressure gradient and PHT after MVR in this study were suggested to be normally functional as the bioprosthetic valve. Mitral valve area can be calculated using PHT. The value was also in the normal range as the bioprosthetic valve, although a significant reduction was observed compared to the value before MVR [31].

A significant change in the size of the left ventricle such as decreases of LVEDD was observed after MVR. In 14 dogs of MS, there was no relationship observed between left ventricular size and MS, because the left ventricular size was normal (6/14), increased (5/14), or decreased (3/14), as assessed by measurement of LVEDD [15]. In humans, LVEDD was usually reduced after MVR and MVR, because left ventricular volume overload was eliminated [14]. LVEDD increases with progression of congestive heart failure, so the decrease of LVEDD after the MVR and MVR usually shows the effectiveness of the operation. In this study, it was difficult to evaluate whether the change in size of the left ventricle after MVR was influenced by MVR or by the porcine bioprosthetic valve, because apparently healthy dogs were used. However, left ventricular systolic function was kept normal after MVR, because FS was in the normal range after MVR.

We concluded that MVR procedures by a left thoracotomy under CPB and the use of the newly developed porcine bioprosthetic valves might have been effective in dogs as a short-term evaluation. The long-term evaluation of antithrombotic, durability and the anti-acquired immune characteristics of the bioprosthetic valve need to be investigated.

ACKNOWLEDGEMENT. We thank the members of the Department of Veterinary Surgery, Faculty of Agriculture, Tokyo University of Agriculture and Technology, and Animal Clinical Research foundation for their support in this study.

REFERENCES


