Mechanical Thrombectomy in the Treatment of Distal Occlusions during Coil Embolization of Ruptured Intracranial Aneurysms

Francesco Briganti, Giuseppe Leone, Mariano Marseglia, Carmela Chiaramonte, Domenico Solari, Ferdinando Caranci, Paolo Cappabianca, and Francesco Maiuri

Introduction

There is a growing evidence for the efficacy of mechanical thrombectomy with stent-retrievers in acute stroke patients from large-vessel occlusion in the anterior circulation. On the other hand, the experience of this technique in the management of thromboembolic complications of distal vessels during coil embolization for ruptured intracranial aneurysms is still limited.

We report a case of a successful treatment with mechanical thrombectomy using a stent-retriever in a patient who experienced thromboembolic occlusion of the upper post-bifurcation branch of the left middle cerebral artery (MCA) during coil embolization of a small anterior communicating aneurysm.

Case Report

A 58-year-old woman was admitted to our Institution for sudden headache and loss of consciousness. At the neurological exam, she was classified as Hunt & Hess grade 2.

CT scan and CTA showed subarachnoid hemorrhage (SAH) with ventricular diffusion and a small anterior communicating aneurysm (ACoA) (6 mm) (Fig. 1). Thus, the endovascular aneurysm occlusion with coils was planned in the same procedure. After the placement of a 6F guiding catheter (Envoy, Cordis, Miami Lakes, Fla) into the left internal carotid artery (ICA), a microcatheter (Echelon 10, Covidien/ev3 Inc, Irvine, CA) was advanced through the guiding catheter and placed into the aneurysm sac. A heparinized saline solution was continuously perfused through the guiding and the Echelon microcatheter during the procedure. At the end, the aneurysm was completely occluded with five coils in 25 minutes.

However, after the microcatheter removal, angiograms from the guiding catheter showed occlusion of the upper post-bifurcation branch of the left MCA (Fig. 2A). Local intra-arterial fibrinolysis with urokinase, abciximab, or recombinant tissue plasminogen activator was excluded, because of the SAH. Thus mechanical thrombectomy with a stent-retriever (Solitaire 3 × 20 mm, Covidien, Neurovascular) was decided.

The 6F vascular sheath was replaced by triaxial system (NeuronMax 088, Penumbra, Alameda, CA, USA; LIR 5.5, Phenox, Bochum, Germany). The upper bifurcation branch of the left MCA was navigated with a 0.014-inch Silverspeed microwire (Covidien/ev3 Inc, Irvine, CA) and a 0.018-inch Rebar microcatheter (Covidien/ev3 Inc, Irvine, CA). The stent-retriever (Solitaire 3 × 20 mm) was deployed by the withdrawal of the microcatheter and fully opened in the occluded branch.

Within 3 minutes the open stent-retriever was withdrawn back into the intermediate catheter under continuous aspiration using a 20 ml syringe. A clot was evidenced in the retriever. Control angiograms showed complete recanalization of the occluded branch of the MCA (Fig. 2B).

CT scan at the end of the procedure, at 36 and 72 hours and 3-month MR showed no ischemic or hemorrhagic events (Fig. 3). Low-molecular-weight heparin (5000 IU/daily) was administered during the next days.

A triventricular hydrocephalus was evidenced at 72 hours, and it was successfully treated by external ventricular drainage.

The patient was discharged 10 days after the procedure without clinical deficits (mRs = 0).

Discussion

Acute intraprocedural thrombosis complicates 5–10% of endovascular treatments of coiling for cerebral aneurysms.2)
Although it has been demonstrated that rescue therapy with GP IIb/IIIa inhibitors is associated with significantly better outcome in both ruptured and unruptured aneurysms,\(^5\) they are not easily reversed, resulting in increased hemorrhagic risk.

We have decided in our patient the mechanical thrombectomy with a stent-retriever with the aims to reduce the risk of bleeding and prevent severe ischemic deficits. Although this approach is often not considered in patients with acute occlusion of the MCA branches distal to the bifurcation, in this case it was possible to safely access the embolus, because it was located in an artery different and distal from the territory of the aneurysm. In fact, when the thrombus occurs in the same arterial territory of the aneurysm, thrombectomy with the stent-retriever can be a challenge. While its deployment may easily be performed, its withdrawal is dangerous; the retraction force of the stent-retriever combined with the aspiration by the intermediate catheter can mobilize the coils with occlusion of the parent vessel. Detachment of the device has been proposed, but it was associated with higher rates of symptomatic intracranial hemorrhage, poorer outcome, and higher mortality rate at 90 days.\(^6\) Thus, we do not recommend the stent-retriever technique in these cases.

The thrombus aspiration is another possible strategy. In a multicenter study\(^7\) the direct aspiration first-pass (ADAPT) technique has recently been shown to achieve a high recanalization rate (78%) in ischemic stroke, similar to the stent-retrievers.\(^7\) The direct thrombus aspiration without the necessity to pass through the occlusion and the possibility of using adjunctive devices, such as stent-retrievers are the main advantages of this technique. For distal occlusions, as in our case, the stent-retriever alone is in our opinion the recommended option.

Although the clinical experience is still initial, the thrombectomy using stent-retrievers in distal occlusions is a well-tolerated treatment. Sheth et al. reported no difference in TICI 2b/3 recanalization rates in occlusions beyond M1 compared
Mechanical Thrombectomy during Subarachnoid Hemorrhage

Dorn et al. report greater chance of good angiographic and treatment may double the chances of favourable outcome. Finally, Dorn et al. report greater chance of good angiographic and clinical results in distal MCA occlusions than in M1 ones.

In our patient we achieved the complete recanalization of the upper post-bifurcation branch of the left MCA with no new ischemic or hemorrhagic events and good clinical and neurological outcome.

Conclusion
The experience with this case should encourage the use of mechanical thrombectomy with a stent-retriever device for thromboembolic occlusions in the setting of SAH.

This technique should also be recommended for thromboembolic complications of distal vessels (as beyond the M1 segment) where it results in better clinical and neurological outcome, avoiding the need of intra-arterial or systemic fibrinolysis.

Disclosure Statement
Francesco Briganti serves as a proctor for Covidien. The other authors have no conflict of interests.

References

Fig. 3  CT scan at the end of the procedure (A), at 36 (B) and 72 (C) hours showed no ischemic or hemorrhagic events. MR (D) axial T1W FLAIR at 3-month confirmed no ischemic events.

to M1 ones and smaller final infarcts, decreased infarct expansion, and improved clinical outcomes. Flores et al. reported in patients with distal occlusions good recanalization rate (78.5%) associated with dramatic improvement, smaller infarct volumes and better outcome; they showed that this treatment may double the chances of favourable outcome. Finally, Dorn et al. report greater chance of good angiographic and clinical results in distal MCA occlusions than in M1 ones.

Disclosure Statement
Francesco Briganti serves as a proctor for Covidien. The other authors have no conflict of interests.